[Recording and control of culture parameters in perfused cell culture systems].
For the cultivation of animal cells perfused cell culture systems are advantageous. The measurement of the process parameters for the check of the culture is difficult through the small volumes and dimensions. A developed measuring system allows the measuring of the parameters temperature, pH-value and dissolved oxygen.